
Heating Guidelines for Iconic Range 

Thickness Vacuum Heat Time* Biostar Code* Drufomat* Thickness Vacuum Heat Time* Biostar Code* Drufomat* Thickness Iconic VF1 Iconic PF1 Biostar Code Drufomat

0.75mm 45 secs 152 85 secs 0.80mm 45 secs 152 75 secs 2.00mm 60 Secs Soft / 30 Secs Hard 90 Secs Soft / 45 Secs Hard 185 110

1.00mm 60 secs 172 110 secs 1.00mm 55 secs 172 85 secs 3.00mm 75 Secs Soft / 45 Secs Hard 120 Secs Soft / 60 Secs Hard 236 140

1.50mm 80 secs 220 150 secs

Thickness Vacuum Heat Time* Biostar Code* Drufomat* Thickness Vacuum Heat Time* Biostar Code* Drufomat* Thickness Vacuum Heat Time* Biostar Code*

0.80mm 30 Secs 123 60 Secs 0.75mm 25 Secs 113 55 Secs 1.00mm 30 Secs 123

1.00mm 35 Secs 133 65 Secs 1.00mm 35 Secs 133 65 Secs 1.50mm 45 Secs 154

1.50mm 45 Secs 154 70 Secs 1.50mm 45 Secs 154 80 Secs 2.00mm 60 Secs 184

3.00mm 90 Secs 234

4.00mm 120 Secs 264

Iconic Alpha Iconic Align

Iconic Lux Iconic Original

Iconic Dual

Iconic Semi-Rigid & Soft EVA

Correct at 05/09/2025 

Please refer to the DB Orthodontics website for up to date versions of our Instructions For Use 

https://dbortho.com/pages/downloads 




